and Henry (9), is as follows: Add 1 ml of plasma to 6 ml of NaCI solution (9 g/ liter) and 3 ml of 0.066M phosphate buffer, pH 6.4 (±0.1). Add 0.2 ml of "Topical Thrombin"
(1000 units/ml, Parke-Davis), mix, and wind the clot on a wooden applicator stick. The clotting process is complete within 10 mm. Remove the stick from the tube and place in a NaCI solution (9 g/liter) for 5 mm. Scrape the clot down to the tip of the stick and blot the clot dry on a paper towel. Place the clot into a clean tube and add 5. 
